Metal-backed patellar component failure and metallic synovitis in total knee arthroplasty. A case report.
A case of a dissociation of a metal-backed patellar component with a resultant metallic synovitis is presented. The mechanism of failure is discussed and an analysis of patellar component design is reviewed.